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This paper investigates the efficacy of high frequency switched-mode neural stimulation.
Instead of using a constant stimulation amplitude, the stimulus is switched on and
off repeatedly with a high frequency (up to 100 kHz) duty cycled signal. By means of
tissue modeling that includes the dynamic properties of both the tissue material as well
as the axon membrane, it is first shown that switched-mode stimulation depolarizes
the cell membrane in a similar way as classical constant amplitude stimulation. These
findings are subsequently verified using in vitro experiments in which the response of
a Purkinje cell is measured due to a stimulation signal in the molecular layer of the
cerebellum of a mouse. For this purpose a stimulator circuit is developed that is able
to produce a monophasic high frequency switched-mode stimulation signal. The results
confirm the modeling by showing that switched-mode stimulation is able to induce similar
responses in the Purkinje cell as classical stimulation using a constant current source.
This conclusion opens up possibilities for novel stimulation designs that can improve the
performance of the stimulator circuitry. Care has to be taken to avoid losses in the system
due to the higher operating frequency.
Keywords: computational neuroscience, pulsatile stimulation, switched-mode operation, Purkinje cells,
patch-clamp recordings
1. Introduction
Traditional functional electrical stimulation typically uses a current source with constant amplitude
Istim and pulsewidth tpulse to recruit neurons in the target area. Early stimulator designs consisted of
relatively simple programmable current source implementations. Over the years numerous modifi-
cations have been proposed to improve important aspects such as power efficiency (Sooksood et al.,
2012), safety (Sooksood et al., 2010) and size. Most stimulators however, still use constant current
at the output.
Several studies have investigated the use of alternative stimulation waveforms in an attempt
to improve the performance. Some implementations focus on improving the efficiency of the
activation mechanism in the neural tissue. In Sahin and Tie (2007) and Wongsarnpigoon and
Grill (2010) it was found that Gaussian shaped waveforms increase the neural recruitment
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efficiency as compared to standard rectangular pulses. In
Hofmann et al. (2011) it was found that the efficiency increases
by introducing an inter-pulse delay in a biphasic stimulation
scheme. Other implementations employ alternative waveforms to
improve the performance of the stimulator circuit. In van Don-
gen and Serdijn (in press) we proposed to replace the rectangular
constant current with a high-frequency pulse train. In this imple-
mentation a stimulation signal is composed of many very short
current spikes.
The advantage of this high frequency pulsed approach is that
it can improve the power efficiency of the stimulator circuits.
Traditional constant current stimulators deliver current from a
fixed supply voltage. When only part of this supply voltage is
used during stimulation, the power efficiency of the stimulator
is rather low. In the proposed methodology the current pulses
are not drawn from a fixed supply voltage, but are instead gen-
erated by repetitively discharging a charged inductor into the
target tissue. This eliminates the wasted voltage headroom and
can therefore improve the power efficiency. A prototype stimu-
lator system has shown that efficiency improvements up 200%
are possible as compared to state-of-the-art conventional stim-
ulator designs. A higher power efficiency means that the size of
the battery can be reduced, which is an important advantage for
implantable stimulator systems.
Another advantage of the high frequency stimulator is com-
ing from the possibility to steer the high frequency current pulses
to various electrodes in an alternated fashion. By adjusting the
strength of the individual current pulses, it is possible to send
tailored stimulation patterns to multiple electrodes at the same
time. This makes the technique very suitable for multi-electrode
stimulation configurations, such as encountered in field steering
applications as described in e.g., Martens et al. (2011) and Valente
et al. (2012). Since a single stimulator circuit can target many
electrodes independently, it offers more flexibility as compared
to conventional stimulator systems.
The technical functionality of the proposed stimulator and
the advantages described above have already been validated in
van Dongen and Serdijn (in press). Instead, the current study
answers the question whether the proposed novel high frequency
stimulation signal can evoke a neural response in a similar fash-
ion as during classical constant current stimulation. The electro-
physiological feasibility of the new high-frequency pulsed exci-
tation is investigated. First the response of axons to a high-
frequency stimulation pattern is analyzed by taking into account
the dynamic properties of both the tissue material as well as the
axons. Subsequently an in vitro measurement setup is used to
verify the response of Purkinje cells to such a stimulation signal
applied to neuronal afferents. By comparing the high-frequency
response to a classical constant current response, the efficacy of
the stimulation is determined.
2. Materials and Methods
The high frequency stimulation pattern that is used in this work
to stimulate the tissue is assumed to be square shaped. The
schematic circuit diagrams of both voltage and current based
stimulation are depicted in Figure 1A. A fixed value for Vstim
FIGURE 1 | (A) Schematic representation of a high frequency voltage and
current system that is driven by a switch that is controlled by a PWM signal. In
(B) the resulting stimulation signal is sketched.
or Istim is used, while the stimulation intensity is controlled by
driving the switch with a Pulse Width Modulated (PWM) sig-
nal; this is referred to as switched-mode operation. In Figure 1B
a sketch is given of the monophasic stimulation pulse resulting
from either of the circuits. The switch is operated with duty cycle
δ and switching period ts = 1/fs. This results in an average stim-
ulation intensity Vavg = δVstim or Iavg = δIstim for voltage and
current based stimulation, respectively.
It is important to note that in this work the term ’high fre-
quency’ refers to the frequency of the pulses that make up a
single stimulation waveform. It does not refer to the repetition
rate at which the stimulation cycles are repeated. For example,
if the pulse frequency fs = 100 kHz, a stimulation signal of
tpulse = 200µs would consist of 20 pulses.
The effect of this high-frequency stimulation waveform is ana-
lyzed and compared with a classical constant amplitude wave-
form in two steps: first the response is analyzed using modeling
that takes into account the impedance of the neural tissue as
well as the properties of the axons. The results are subsequently
verified using an in vitro experimental setup. Both methods are
discussed separately here.
2.1. Modeling
A high frequency (switched) signal that is injected via the elec-
trodes will be filtered by the tissue. First the tissue material prop-
erties influence the transient voltage over and current through the
tissue. Subsequently the electric field in the tissue and the proper-
ties of the cell membrane will determine the transient shape of the
membrane voltage, which is ultimately responsible for the actual
activation or inhibition of the neurons. These two processes will
be discussed separately.
2.1.1. Material Properties
In Figure 1A the tissue is modeled with an interface impedance
Zif and a tissue impedance Ztis. For current based stimulation
Vtis = IstimZtis is independent of Zif . For voltage based stimu-
lation Vtis = Vstim − Vif with Vif the voltage over Zif . In this
study non polarizable Ag/AgCl electrodes will be used for which
Zif ≈ 0 and therefore Vtis ≈ Vstim (Merrill et al., 2005).
The tissue voltage Vtis and current Itis are related to each other
via the resistive and reactive properties of the tissue. In Gabriel
et al. (1996) the capacitive and resistive properties of the tissue
are measured for a wide range of frequencies and human tissue
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types. The resistivity and permittivity of gray matter as a func-
tion of the frequency are plotted in Figure 2A. This plot has been
obtained by calculating the relative permittivity ǫr and conductiv-
ity σ based on the equation for the relative complex permittivity
ǫˆr(ω) from Gabriel et al. (1996):
ǫr(ω) = Re
[
ǫˆr(jω)
]
(1)
σ (ω) = Im
[
ǫˆr(jω)
]
· − ǫ0ω (2)
Here ǫ0 is the permittivity of free space. As can be seen neu-
ral tissue shows strong dispersion for ǫˆr(ω). To find the relation
between the tissue voltage and current the values of ǫr and σ need
to be converted to impedance. Given ǫˆr the impedance Z is:
Z =
1
ǫˆrjωC0
(3)
Here C0 is a constant that sets the absolute value of the
impedance, which depends among other things on the electrode
geometry. It is possible to normalize the impedance, such that
|Z(0)| = 1 by using:
lim
ω→0
|Z(jω)| = lim
ω→0


√(
ǫr(ω)
)2
+
(
− σ (ω)
ωǫ0
)2
ωCo


−1
=
ǫ0
σ (0)C0
(4)
Here Equations (1, 2) are substituted for ǫˆr(ω) and σ (0) is the
conductance of the tissue at ω = 0. From this it follows that
C0 = ǫ0/σ (0) to normalize the transfer such that |Z(0)| = 1. The
Bode plots of this normalized impedance are given in Figure 2B.
This plot can now be used to obtain the shape for Itis andVtis and,
if the impedance of the tissue is known for a certain frequency, it
can be scaled to obtain the correct absolute values.
As an example, a 100µA, 200 kHz, δ = 0.4 switched cur-
rent signal iin(t) is supplied to an electrode system that has an
impedance of |Z| = 10 k at 1 kHz. The tissue voltage is now
found by solving Vout(t)= F
−1
[
Z · F
[
iin(t)
]]
, which is plotted
in Figure 3A. Indeed the tissue voltage is filtered and in the next
section it will be seen that this is important for determining the
activation of the neurons.
Similarly a 1 V, 200 kHz, δ = 0.4 switched voltage signal
vin(t) can be applied. The tissue current follows from Iout(t)=
F
−1
[
F
[
vin(t)
]
/Z
]
and is plotted in Figure 3B. The current
spikes in Figure 3B are due to the rapid charging of the capacitive
properties of the tissue that arise from ǫr(ω).
2.1.2. Membrane Properties
After the transient intensities of the tissue voltage and current
have been determined by the stimulation protocol and the tissue
impedance, it can be investigated how these quantities influence
the neurons. Analogous toWarman et al. (1992) the activation of
the neurons is considered in the axons, for which the membrane
voltage is determined using the cable equations. For these equa-
tions first the potential in the tissue as a function of the distance
from the electrode is needed. When the electrode is considered
to behave as a point source at the origin, the tissue potential
has a 1/r dependence assuming quasi-static conditions (Warman
et al., 1992):8(r)= Istim/(σ4πr), where r is the distance from the
electrode.
In Bossetti et al. (2008) the influence on the tissue potential
due to high frequency components in the stimulation signal was
analyzed. It was found that the propagation effect was negligible
and that only the complex permittivity as discussed in the previ-
ous section was significant. To incorporate these properties, the
potential8(r, jω) can be determined in the frequency domain by
substituting σ with the complex permittivity, leading to:
8(r, jω)=
Itis(jω)
jωǫ0ǫˆr4πr
. (5)
By transforming this potential back to the time domain, the tran-
sient of the potential 8(r, t)= F−1
[
8(r, jω)
]
at any distance r
from the point source is obtained. Since the current is divided
by the complex permittivity and since there are no propagation
effects, the transient shape of the potential is proportional to
FIGURE 2 | Frequency response of gray matter. In (A) the permittivity ǫ and conductivity σ are plotted as function of the frequency (Gabriel et al., 1996) and in (B)
the corresponding normalized (impedance) Bode plots are given.
Frontiers in Neuroengineering | www.frontiersin.org 3 March 2015 | Volume 8 | Article 2
van Dongen et al. Switched-mode stimulation evokes postsynaptic responses
FIGURE 3 | The tissue voltage V tis resulting from a square wave current input (A) and the tissue current Itis resulting from a square wave voltage input
(B), based on the impedance as given in Figure 2B.
TABLE 1 | Axon properties used for the axon model (taken from Warman
et al., 1992 and Tai et al., 2005).
Symbol Description Value
ρi Axoplasm resistivity 54.7 · cm
ρo Extracellular resistivity 0.3 k · cm
cm Nodal membrane capacitance/unit area 2.5µF/cm2
ν Nodal gap width 1.5µm
l/do Ratio of internode spacing to fiber diameter 100
di/do Ratio of axon diameter to fiber diameter 0.6
gNa Sodium conductance/unit area 120 mS/cm2
VNa Sodium reversal voltage 115 mV
gK Potassium conductance/unit area 36 mS/cm2
VK Potassium reversal voltage − 12 mV
gL Leakage conductance/unit area 0.3 mS/cm2
VL Leakage voltage 10.61 mV
Vtis as obtained in Figure 3; it is just scaled as a function of the
distance.
Next 8(r, t) can be used as an input for an axon model to
determine the response of the membrane voltage. The electri-
cal parameters that are used for the axon model are summa-
rized in Table 1 (taken from Warman et al., 1992 and Tai et al.,
2005). In the following section the response of both myelinated
and unmyelinated axons is considered. In both sections the fiber
diameter is chosen to be small (do = 0.8µm), based on the gran-
ule cell axon diameter (Gray, 1961), which will be the target for
stimulation during the in vitro experiments.
2.1.2.1. Myelinated axons
For a myelinated axon the model as discussed in Warman et al.
(1992) is used. At the nodes of Ranvier, the axon membrane is
characterized by a membrane capacitance Cm = cmπdiν in par-
allel with a series connection of a rest potential voltage source
Vrest = −70mV and a nonlinear conductance GHH . The cur-
rent through this conductance is given by the Hodgkin Huxley
equations (Hodgkin and Huxley, 1952). The myelinated parts of
the axon do not have ionic channels and instead connect the
nodes of Ranvier by means of an intracellular resistance Ri =
ρil/(π(di/2)
2, in which l represents the internode spacing and di
the axon diameter.
The membrane voltage Vm,n at node n can be found by solv-
ing the following equation that follows directly from Kirchhoff’s
laws (Warman et al., 1992):
dVm,n
dt
=
1
Cm
[
1
Ri
(Vm,n− 1 − 2Vm,n + Vm,n+ 1
+ Vo,n− 1 − 2Vo,n + Vo,n+ 1)− πdiνiHH
]
(6)
Here Vo,n is the voltage due to the electric field at node n that fol-
lows from Equation (5) and iHH is the current density given by
the Hodgkin Huxley equations:
iHH = gNam
3h(Vm,n − Vrest − VNa)
+ gKn
4(Vm,n − Vrest − VK)
+ gL(Vm,n − Vrest − VL) (7a)
dm
dt
=αm(1 − m)− βmm (7b)
dh
dt
=αh(1 − h)− βhh (7c)
dn
dt
=αn(1 − n)− βnn (7d)
The conductances gNa, gK , and gL as well as the voltage VNa, VK ,
and VL are constants, while αx and βx depend on the membrane
voltage V ′ = Vm − Vrest via:
αm =
0.1 · (25 − V ′)
exp 25−V
′
10 − 1
αh =
0.07
exp V
′
20
αn =
0.01(10 − V ′)
exp 10−V
′
10 − 1
(8a)
βm =
4
exp V
′
18
βh =
1
exp 30−V
′
10 + 1
βn =
0.125
exp V
′
80
(8b)
The response of the membrane potential due to the high fre-
quency electric field can now be found by solving the differential
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equations above. This is done in Matlab by using the classical
Runge-Kutta method (RK4). A step size of 1µs is chosen during
the high frequency stimulation interval, while after the stimula-
tion pulse a step size of 10µs is used. In Section 3 the response
of the axon to a variety of switched-mode and constant current
stimulation signals is shown.
2.1.2.2. Unmyelinated axons
For unmyelinated axons the model is similar to the myelinated
case: the axon is now divided into segments of length 1x with
each segment containing an intracellular resistance per unit
length: ri = 4ρi/di, the capacitance per unit area cm, the rest-
ing potentialVrest = −70mV and the ionic conductance per unit
area gHH . Again a differential equation can be found that solves
the membrane voltage Vm,n (Rattay, 1986):
dVm,n
dt
=
1
cm
[
Vm,n− 1 − 2Vm,n + Vm,n+ 1
ri(1x)2
+
Vo,n−1 − 2Vo,n + Vo,n+ 1
ri(1x)2
− iHH
]
(9)
2.2. Experimental Methods
To verify the results from the previous section, an in vitro experi-
mental setup is used to compare the response of Purkinje cells to a
high-frequency stimulation signal with the response to a classical
constant current signal. In the following sections first the exper-
imental setup and the recording protocol are discussed. Second,
the circuit that is used to generate the high-frequency stimulation
signal is described.
2.2.1. Recording Protocol
The in vitro recordings were performed in brain slices from
the vermal cerebellum of C57Bl/6 inbred mice using a method
similar to Gao et al. (2012). In short, mice were decapitated
under isoflurance anesthesia and subsequently the cerebellum
was removed and parasagittally sliced to preserve the Purkinje
cell dendritic trees (250µm thickness) using a Leica vibratome
(VT1000S). Slices were kept for at least 1 h in Artificial Cere-
broSpinal Fluid (ACSF) containing the following (in mM): 124
NaCl, 5 KCl, 1.25 Na2HPO4, 2MgSO4, 2CaCl2, 26 NaHCO
and 20 d-glucose, bubbled with 95% O2, and 5% CO2 at 34
◦C.
0.1 mM picrotoxin was added to the ACSF to block the inhibitory
synaptic transmission from molecular layer inter-neurons. This
approach allows recordings of excitatory post-synaptic responses
in the Purkinje cells evoked by stimulation of granule cell axons.
Slices were kept in continuous presence of oxygenated ACSF
(flow rate approximately 2.0 ml/min at 32 ± 1◦C). The Purkinje
cells were visualized using an upright microscope (Axioskop 2 FS
plus; Carl Zeiss) equipped with a 40x water-immersion objective.
The stimulus electrode is an Ag-AgCl electrode in a patch
pipette pulled from borosilicate glass [outer diameter 1.65 mm
and inner diameter 1.1 mm, World Precision Instruments (Sara-
sota, FL-USA)] and is filled with ACSF. This electrode has an
impedance Ztis ≈ 3 M and is stimulated using a monopha-
sic cathodic stimulation protocol. The electrode is placed in the
extracellular space of the molecular layer in the cerebellum lateral
to where the dendritic tree of the Purkinje cells is assumed to
be. We aimed to evoke neurotransmitter release from granule
cell axons and to avoid direct depolarization of the Purkinje cell
dendritic tree. Although we cannot ensure that we completely
avoided this latter confounding factor, this commonly used
experimental approach (see for instance, Zucker and Regehr,
2002; Belmeguenai and Hansel, 2005; Myoga and Regehr, 2011;
Gao et al., 2012; Galliano et al., 2013) is sufficient to compare
the activation mechanisms of the classical and high frequency
stimulation waveforms. Note that direct depolarization of the
Purkinje cell dendritic tree results in an obvious and detectable
change in paired-pulse ratio, i.e., from paired-pulse facilitation
(see Figure 6) to paired-pulse depression, much like that evoked
by climbing fiber stimulation (not recorded in the current study;
see Dittman and Regehr, 1998). Paired-pulse facilitation will be
discussed further in the results section.
The response to the stimulus is recorded by whole cell patch-
clamping Purkinje cells in the voltage-clamp mode using elec-
trodes (same pipettes as the stimulus electrodes) filled with (in
mM): 120 K-Gluconate, 9 KCl, 10 KOH, 3.48 MgCl2, 4 NaCl,
10 HEPES, 4 Na2ATP, 0.4 Na3GTP, and 17.5 sucrose, pH 7.25.
The membrane voltage is kept at−65mV with a holding current
smaller than −500 pA (recorded using an EPC 10 double patch
clamp amplifier and Pulse 8.80 software, HEKA electronics).
Two different kinds of stimulation are performed and the
responses of the Purkinje cell are compared to each other. First of
all classical stimulation is applied using a monophasic constant
current source. For this purpose a Cygnus Technology SIU90
isolated current source is used. The amplitude of the current is
varied to see the effect of stimulation intensity on the response
of the Purkinje cell. The stimulation protocol consisted of two
consecutive stimulation pulses with a duration of tpulse = 700µs
each and an interpulse interval of 25 ms.
Second, switched-mode stimulation is performed, also using
two pulses with tpulse = 700µs and an interpulse interval of
25 ms. If the Purkinje cell shows a similar response for varying
δ during switched mode as it does for varying amplitude dur-
ing classical stimulation, it can be concluded that switched-mode
stimulation is indeed able to mimic classical stimulation.
2.2.2. Stimulator Design
The circuit used for switched-mode stimulation is depicted in
Figure 4. As can be seen a switched-voltage stimulation scheme
is applied: transistorM1 connects the electrode to the stimulation
voltage Vstim = − 15 V, Vstim = − 10 V or Vstim = − 5 V and is
switched with a PWM signal of which the duty cycle δ determines
the stimulation intensity.
The PWM signal is generated using the duty cycle genera-
tor circuit. Operational amplifiers (Opamps) OA1 and OA2 gen-
erate a triangular signal of which the frequency can be tuned
using potentiometer P1. Subsequently the duty cycle δ is set using
potentiometer P2 at the input of comparator OA3.
The circuit is controlled using an Arduino Uno micro-
controller platform, which also supplies the circuit with a +5V
supply voltage. The total circuit is isolated from ground by con-
necting the Arduino using the USB of a laptop that is operated
from its battery. Capacitor C2 and clamps D1 and D2 are used
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FIGURE 4 | Circuit used to generate a switched voltage monophasic stimulation protocol.
to convert the 0-5V logic signal from the duty cycle generator
to a Vstim to Vstim + 5 V signal to drive the gate of M1. Resistor
R6 = 1 M is used to discharge the gate ofM1 to Vstim in steady
state.
Because of the high electrode impedance, any parasitic capaci-
tance that is connected to nodeN1 will prevent the electrode volt-
age to discharge during the 1 − δ interval of a switching period.
This will influence the average voltage over the tissue and the
relation between δ and the stimulation intensity. To prevent this
effect, resistor R5 = 2.7 k is placed in parallel with the tissue,
which allows the parasitic capacitance to discharge quickly. This
resistor does consume power and reduces the power efficiency
of the system dramatically. However, the power efficiency is not
a design objective for this specific experiment: the only goal is to
show the effectiveness of the high frequency stimulation.Without
R5 the stimulation would still be effective, but the electrode volt-
age would not have the desired switched-mode shape. The whole
circuit is implemented on a Printed Circuit Board (PCB).
3. Results
3.1. Modeling
In this section the simulation results of the response of the axon
to a variety of stimulation signals are discussed. First the response
of a myelinated axon to a switched-voltage stimulation scheme is
depicted in Figure 5A. In this figure Vstim = 1 V, |Z(1 kHz)| =
1 k, δ = 0.5, fs = 100 kHz and tpulse = 100µs. An axon with
the center node at a distance y = 0.5 mm was considered. For
this axon Cm = 56.6 fF, Ri = 241.8 M, the nodes of Ranvier
are spaced 80µm apart and a total of 9 nodes were simulated.
In Figure 5A the effect of the switched-mode stimulation can
clearly be seen in the staircase transient shape of the membrane
voltage. Furthermore, it can be seen that the increase in the mem-
brane voltage also leads to an action potential in the axon. This
shows that according to the models, switched-mode stimulation
can induce activation in the axons. Finally, this action potential
is able to travel along the axon, as is shown by the response of the
other nodes of Ranvier in the same Figure. A very similar result
can be obtained when using switched-current stimulation.
In Figure 5B the effect of the duty cycle δ is shown. The dark
line shows the response for δ = 0.5 and the light line is the
response for δ = 0.4. The latter setting is not able to induce an
action potential, which shows that δ is an effective way of con-
trolling the stimulation intensity. The response is compared with
a classical constant voltage stimulationwithVstim,classical = δVstim
and is indicated with the dashed lines. Indeed an equivalent
response is found.
Next, the response of an unmyelinated axon is considered at
a distance y = 0.5 mm. The axon is divided into 501 segments
of 1µm and has an outer diameter do = 0.8µm. For unmyeli-
nated axons a higher stimulation intensity is needed in order to
get effective stimulation. A voltage-mode stimulation signal with
Vstim = 10 V and δ = 0.5 is used. The membrane potential is
depicted in Figure 5C and looks very similar to the myelinated
response. Also in this case the action potential is able to travel
along the axon as shown by the response of segments that are
further down the axon. Note that the propagation speed is much
lower than in the myelinated case for the standard Hodgkin-
Huxley equations as used in the model. As will be seen from the
experimental results, the actual propagation speed in the animal
model will be higher.
Figure 5D shows the effect of varying fs: frequencies of 10 ,
50 , and 100 kHz are used. As can be seen both the membrane
voltage after the stimulation pulse and the response of the tissue
do not depend on fs.
3.2. Experimental Results
In this section the measurements from the in vitromeasurement
setup are discussed. In Figure 6A the response of the Purkinje
cell is shown for classical constant current stimulation for three
different stimulus intensities. First there is a big positive spike
corresponding to the stimulation artifact. After a small delay
an excitatory postsynaptic current (EPSC) is clearly visible; dur-
ing this interval the membrane current is decreased due to the
opening of postsynaptic channels of the cell.
After 25 ms the second stimulus arrives and a second EPSC
is generated. This EPSC is much bigger due to a process
called paired pulse facilitation (PPF): due to the first depolar-
ization the Ca2+ concentration in the activated axon termi-
nals is higher when the second pulse arrives, leading to an
increased release of neurotransmitter (as reviewed by Zucker
and Regehr, 2002). From the same figure it is also clear
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FIGURE 5 | Transient membrane voltage due to switched-mode
stimulation for a variety of settings. In (A) the membrane voltage at
three nodes of Ranvier of a myelinated axon is depicted during and after
stimulation with a δ = 0.5 switched-voltage source for which an action
potential is generated. In (B) the effect of intensity (duty cycle for
switched-mode vs. amplitude for classical stimulation) is depicted and
compared. In (C) the response at three points in an unmyelinated axon is
shown, where it is shown that it is also possible to create action
potentials. In (D) the response of an unmyelinated axon is given for
fs = 10 kHz,50 kHz and 100 kHz (δ = 0.4), which shows that fs has no
significant influence on the activation. In all plots a zoom is given of the
membrane voltage during the stimulation.
that the EPSC becomes stronger for increasing stimulation
amplitude.
In Figure 6B the voltage over the stimulation electrode is plot-
ted for various stimulation settings during switched-mode stim-
ulation: both duty cycle δ as well as the supply voltage are varied
with a fixed PWM frequency of 100 kHz. Because of the volt-
age steered character the falling edge of the stimulation pulses
is very sharp, while resistance R5 makes sure that it discharges
reasonably fast.
In Figure 6C the response of the Purkinje cell is shown for
switched-mode stimulation. For these plots Vdd = 15 V, tpulse =
700µs, and fs = 100 kHz. An EPSC with the same shape as dur-
ing classical stimulation is the result and also the PPF is clearly
visible. It is also seen that by increasing the intensity of the
stimulation using δ the EPSC is increased, similar to how it is
increased for classical stimulation using the stimulation ampli-
tude. Furthermore, the average paired-pulse ratio (defined as
the minimum of the second evoked EPSC divided by the mini-
mum of the first EPSC) of the high frequency stimulation (mean
1.94, σ = 0.42) is very similar to the paired-pulse ratio for the
constant current stimulation (mean 2.13, σ = 0.44) for com-
parable conditions. These points show that the switched-mode
stimulation is able to induce similar activity in neural tissue as
classical stimulation.
4. Discussion
The modeling shows that switched-mode stimulation is able
to induce the same sort of activation as classical stimula-
tion in both myelinated as well as unmyelinated axons. The
duty cycle δ is used to control the stimulation intensity in
exactly the same way as the amplitude for classical stimu-
lation. Note that compared to the tissue material properties
the membrane time constant is much larger and is therefore
dominant.
In Figure 7A the measurements are summarized by plotting
the absolute value of the minimum in the EPSC |min(EPSC)|
as function of the duty cycle δ (fs = 100 kHz, tpulse = 250µs)
for the three supply voltages available. Indeed for increasing sup-
ply voltage and/or increasing δ the response to the stimulation
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FIGURE 6 | Measurement results from the Purkinje cell during
stimulation. In (A) patchclamp recordings during classical constant
current stimulation are depicted. In (B) the electrode voltage during
switched-mode stimulation is plotted for various settings of Vdd and δ.
In (C) the response of the neuron to switched-mode stimulation is
shown. Both in (A,C) first a positive peak corresponding to the
stimulation artifact is seen, after which an EPSC is generated that
depends on the stimulation intensity.
becomes stronger. This shows that both Vdd as well as δ are
effective means of adjusting the stimulation intensity.
In Figure 7B the cell is stimulated with Vdd = 5 V and δ =
0.6, while the pulse width was varied between 50µs and 500µs.
As can be seen theminimum in the EPSC |min(EPSC)| is increas-
ing for increasing pulse width, which is equivalent to the classical
constant current stimulation. This confirms that also the pulse
width is an effective means to adjust the stimulation intensity.
In Figure 7C the cell is stimulated with Vdd = 5 V and
tpulse = 700µs, but the PWM frequency is varied from 20 kHz
up to 100 kHz. As can be seen the stimulation intensity decreases
for increasing frequency. This is an unexpected result, based on
the simulations using the HH equations in Figure 5D. How-
ever, the simulations assumed that all the energy from the
voltage source was transferred to Ztis. In reality this is not
possible.
In Figure 3B large current peaks can be seen due to the charg-
ing of the capacitive component in Ztis. Any resistive component
in series with Ztis will reduce Vtis (the voltage over Ztis) during
such a peak. Examples of these resistances could be a nonzero
source impedance, the on resistance of the switch M1 and the
faradaic interface resistance Zif of the electrode. For increas-
ing fs = 1/ts the amount of current peaks is increasing, which
also increases the losses. This shows one of the disadvantages
of using the switched-mode approach: losses can be expected
due to the high frequency components in the stimulation wave-
form. Therefore, based on the measurement results, it can be
concluded that switched-mode stimulation can lead to the same
activation as classical stimulation, but care has to be taken tomin-
imize additional losses that may arise due to the high frequency
operation.
This paper didn’t address the long-term effects of the
switched-mode approach. The focus has been on comparing the
short-term evoked high-frequency response with the classical
response: the long-term response to high-frequency stimulation
was not investigated. One of the long-term issues includes the
consequences for tissue damage due to the use of the switched-
mode approach.Most of the studies analyzing tissue damage (e.g.,
Shannon, 1992 and Butterwick et al., 2007) use a classic stimula-
tion scheme only and therefore it is not known how their results
translate to switched-mode operation. Another issue is that it is
not proven that the evoked response to the high-frequency stimu-
lation remains comparable to the classical stimulation over longer
time.
Furthermore, the losses due to the high frequency operation
are not quantified, since the stimulator circuit that was used did
not allow for that. It would be required to compare the EPSC
with the total amount of charge injected in the tissue (and not
R5) during the stimulation pulse. Further investigation is needed
to address these issues.
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FIGURE 7 | Overview of the measurement results for various
stimulation settings. In (A) the absolute value of the minimum EPSC is
plotted as a function of δ for various settings of Vdd . In (B) the absolute
value of the minimum EPSC is plotted as a function of the pulsewidth. In
(C) the absolute value of the minimum EPSC is plotted for several PWM
frequencies.
All in all this study confirms the electrophysiological feasibility
for the design of stimulators that employ a high frequency output,
although a trade-off needs to be made between the advantages
that switched-mode operation can offer vs. the additional losses.
Besides for the system proposed in van Dongen and Serdijn (in
press), this conclusion has important implications for other stim-
ulator systems as well. In Liu et al. (2008) a 250 kHz pulsed
waveform is used to decrease the size of the coupling capacitors.
Two of these waveforms are added in anti-phase to reconstruct
a conventional stimulation waveform. The conclusions from this
paper show that it is not necessary to include the reconstruction
step and instead the 250 kHz waveform can be used to directly
stimulate the tissue. This will lead to a further reduction in area
consumption of the stimulator circuit.
Furthermore, in Arfin and Sarpeshkar (2012) a 10 MHz
forward-buck and reverse-boost converter is used to increase
the power efficiency of the stimulator by using inductive energy
recycling. External capacitors are used to low-pass filter the
switched signal and reconstruct a conventional waveform. Also
here the reconstruction step can be omitted and the switched sig-
nal can be used to stimulate the tissue directly. This will reduce
the number of external components needed. Finally, the result
of this study opens up the way for novel stimulator designs that
employ a high frequency output. In e.g., van Dongen and Serdijn
(2013) a voltage steered switched-mode stimulator was proposed
and simulated that also features high-power efficiency.
Acknowledgments
The authors would like to acknowledge NWO-VIDI to
FEH, TOP-GO to FEH and CIDZ ERC-advanced for
CIDZ. Furthermore, they would like to thank the SINs
group (http://www.braininnovations.nl/) for the excellent
collaboration.
References
Arfin, S., and Sarpeshkar, R. (2012). An energy-efficient, adiabatic electrode
stimulator with inductive energy recycling and feedback current regula-
tion. IEEE Trans. Biomed. Circ. Syst. 6, 1–14. doi: 10.1109/TBCAS.2011.
2166072
Belmeguenai, A., and Hansel, C. (2005). A role for protein phosphatases 1, 2a,
and 2b in cerebellar long-term potentiation. J. Neurosci. 25, 10768–10772. doi:
10.1523/JNEUROSCI.2876-05.2005
Bossetti, C., Birdno, M., and Grill, W. (2008). Analysis of the quasi-static approx-
imation for calculating potentials generated by neural stimulation. J. Neural
Eng. 5, 44–53. doi: 10.1088/1741-2560/5/1/005
Frontiers in Neuroengineering | www.frontiersin.org 9 March 2015 | Volume 8 | Article 2
van Dongen et al. Switched-mode stimulation evokes postsynaptic responses
Butterwick, A., Vankov, A., Huie, P., Freyvert, Y., and Palanker, D. (2007). Tis-
sue damage by pulsed electrical stimulation. IEEE Trans. Biomed. Eng. 54,
2261–2267. doi: 10.1109/TBME.2007.908310
Dittman, J., and Regehr, W. (1998). Calcium dependence and recovery kinet-
ics of presynaptic depression at the climbing fiber to purkinje cell synapse. J.
Neurosci. 18, 6147–6162.
Gabriel, S., Lau, R., and Gabriel, C. (1996). The dielectric properties of biological
tissues III: parametric models for the dielectric spectrum of tissues. Phys. Med.
Biol. 41, 2271–2293. doi: 10.1088/0031-9155/41/11/003
Galliano, E., Gao, Z., Schonewille, M., Todorov, B., Simons, E., Pop, A., et al.
(2013). Silencing the majority of cerebellar granule cells uncovers their essen-
tial role in motor learning and consolidation. Cell Rep. 3, 1239–1251. doi:
10.1016/j.celrep.2013.03.023
Gao, Z., Todorov, B., Barrett, C., van Dorp, S., Ferrari, M., van den Maagdenberg,
A., et al. (2012). Cerebellar ataxia by enhanced cav2.1 currents is alleviated
by ca2+-dependent k+-channel activators in cacna1aS218L mutant mice. J.
Neurosci. 32, 15533–15546. doi: 10.1523/JNEUROSCI.2454-12.2012
Gray, E. (1961). The granule cells, mossy synapses and purkinje spine synapses of
the cerebellum: light and electron microscope observations. J. Anat. 95(Pt 3),
345–356.
Hodgkin, A., and Huxley, A. (1952). A quantitative description of membrane cur-
rent and its application to conduction and excitation in nerve. J. Physiol. 117,
500–544. doi: 10.1113/jphysiol.1952.sp004764
Hofmann, L., Ebert, M., Tass, P., and Hauptmann, C. (2011). Modified
pulse shapes for effective neural stimulation. Front. Neuroeng. 4:9. doi:
10.3389/fneng.2011.00009
Liu, X., Demosthenous, A., and Donaldson, N. (2008). An integrated
implantable stimulator that is fail-safe without off-chip blocking-capacitors.
IEEE Trans. Biomed. Circ. Syst. 2, 231–244. doi: 10.1109/TBCAS.2008.
2003199
Martens, H., Toader, E., Decr, M., Anderson, D., Vetter, R., Kipke, D., et al. (2011).
Spatial steering of deep brain stimulation volumes using a novel lead design.
Clin. Neurophysiol. 122, 558–566. doi: 10.1016/j.clinph.2010.07.026
Merrill, D., Bikson,M., and Jefferys, J. (2005). Electrical stimulation of excitable tis-
sue: design of efficacious and safe protocols. J. Neurosci. Methods 141, 171–198.
doi: 10.1016/j.jneumeth.2004.10.020
Myoga, M., and Regehr, W. (2011). Calcium microdomains near r-type cal-
cium channels control the induction of presynaptic long-term potentiation
at parallel fiber to purkinje cell synapses. J. Neurosci. 31, 5235–5243. doi:
10.1523/JNEUROSCI.5252-10.2011
Rattay, F. (1986). Analysis of models for external stimulation of axons. IEEE Trans.
Biomed. Eng. 33, 974–977. doi: 10.1109/TBME.1986.325670
Sahin, M., and Tie, Y. (2007). Non-rectangular waveforms for neural stimula-
tion with practical electrodes. J. Neural Eng. 4, 227–233. doi: 10.1088/1741-
2560/4/3/008
Shannon, R. (1992). A model of safe levels for electrical stimulation. IEEE Trans.
Biomed. Eng. 39, 424–426. doi: 10.1109/10.126616
Sooksood, K., Noorsal, E., Bihr, U., and Ortmanns, M. (2012). “Recent
advances in power efficient output stage for high density implantable
stimulators,” in Engineering in Medicine and Biology Society (EMBS),
2012 Annual International Conference of the, IEEE (San Diego, CA),
855–858.
Sooksood, K., Stieglitz, T., and Ortmanns, M. (2010). An active approach for
charge balancing in functional electrical stimulation. IEEE Trans. Biomed. Circ.
Syst. 4, 162–170. doi: 10.1109/TBCAS.2010.2040277
Tai, C., de Groat, W., and Roppolo, J. (2005). Simulation analysis of con-
duction block in unmyelinated axons induced by high-frequency bipha-
sic electrical currents. IEEE Trans. Biomed. Eng. 52, 1323–1332. doi:
10.1109/TBME.2005.847561
Valente, V., Demosthenous, A., and Bayford, R. (2012). A tripolar current-steering
stimulator asic for field shaping in deep brain stimulation. IEEE Trans. Biomed.
Circ. Syst. 6, 197–207. doi: 10.1109/TBCAS.2011.2171036
van Dongen, M., and Serdijn, W. (2013). “A switched-mode multichannel neu-
ral stimulator with a minimum number of external components,” in Cir-
cuits and Systems (ISCAS), 2013 International Symposium on, IEEE (Beijing),
1877–1880.
van Dongen, M., and Serdijn, W. (in press). A power-efficient multichannel
neural stimulator using high-frequency pulsed excitation from an unfiltered
dynamic supply. IEEE Trans. Biomed. Circ. Syst. doi: 10.1109/TBCAS.2014.
2363736
Warman, E., Grill, W., and Durand, D. (1992). Modelling the effects of electric
fields on nerve fibers: Determination of excitation thresholds. IEEE Trans.
Biomed. Eng. 39, 1244–1254. doi: 10.1109/10.184700
Wongsarnpigoon, A., and Grill, W. (2010). Energy-efficient waveform shapes for
neural stimulation revealed with a genetic algorithm. J. Neural Eng. 7:046009.
doi: 10.1088/1741-2560/7/4/046009
Zucker, R., and Regehr, W. (2002). Short-term synaptic plasticity. Annu. Rev.
Physiol. 64, 355–405. doi: 10.1146/annurev.physiol.64.092501.114547
Conflict of Interest Statement: The authors declare that the research was con-
ducted in the absence of any commercial or financial relationships that could be
construed as a potential conflict of interest.
Copyright © 2015 vanDongen, Hoebeek, Koekkoek, De Zeeuw and Serdijn. This is an
open-access article distributed under the terms of the Creative Commons Attribution
License (CC BY). The use, distribution or reproduction in other forums is permit-
ted, provided the original author(s) or licensor are credited and that the original
publication in this journal is cited, in accordance with accepted academic practice.
No use, distribution or reproduction is permitted which does not comply with these
terms.
Frontiers in Neuroengineering | www.frontiersin.org 10 March 2015 | Volume 8 | Article 2
